Coupled-column system for quantitating low levels of aflatoxins.
The combination of Styragel and Florisil columns allows recovery of aflatoxins at low levels. Two switching valves between the columns reduce the analysis time and exposure to solvents. Florisil is modified with oxalic acid, allowing recovery of aflatoxins at levels below 500 pg. The method is useful for contaminated corn and peanut meal samples.